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General Information

1. General Information

1.1. Features

The VTB is a programmable local display with integrated RF-pickup und amplifier for KEM flow meters. It has a
seven digit LCD-display showing actual volumetric flow.

1.2. Safety

1.2.1. General Safety
All statements regarding safety of operation and technical data in this manual will only apply if the unit is operated
correctly in accordance with this manual.

The data for Ingress Protection (IP66) will only apply if all connectors are caped properly with the corresponding
counterpart with the same or better IP rating. Cable glands must be populated with cables with the specified
diameter and closed properly.

During operation all openings of the housing must be closed unless otherwise noted in this manual. National and
international installation requirements have to be followed. Spezielle Anforderungen fiir die Ex-Installation

Das Geréat darf im Ex-Bereich nicht gedffnet werden!
National and international standards regarding electrical installation have to be adhered to.

The devices described in this manual may only be connected and operated by authorized and qualified personnel.
1.2.2. Special Requirements for Ex installation

Do not open the housing during installation in Ex areas!

1.2.3. Ordering Codes
VIB - X -[X - Xx -|X

Mechanical Design

Short version for ZHM 02 - ZHM 04 and HM-Series K
Long version for ZHM 05 - ZHM 07 and HM-Series
Short version for ZHM 01, SRZ-Serie and LFM-Series R

—

Ex Protection
ATEX and IECEx EX

Housing Material
Stainless Steel 1.4401 (AISI 316) ST
Aluminum AL

Option
Compact electronic (non Ex) K2
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Getting Started

2. Getting Started

2.1. Unpacking

Verify that you have received the following items:

e VTB local display
e User's manual

2.2. Operating Elements

Pushing the button <P> or <S> you can switch between the following modes:

RATE
TOTAL
ACC.TOTAL

Pushing both buttons at the same time the reset mode will start showing an additional window.

2.3. Programming

Keep left button pushed during seven seconds

Choose the correct mode with the left or right button (P or S)
Select with both buttons the programming mode (P or S)
Change the actual configuration with left or right button (P or S)

Confirm the selected configuration be pushing both buttons and exit the mode.( P or S). Push the left buttons for
3 seconds and exit the programming mode. (P)

1 TOTAL Resettable counter

You can choose the units for the counter
unit: the following units can be selected:
L — M3 = UKGAL — USGAL — Ukbbl = Usbbl — OILbbl

The display has seven digits
dec: the following configuration can be selected
0000000 —111111.1 — 22222.22 — 3333.333

2 AC.TOT | Not resettable counter

You can choose the units for the not resettable counter
unit: the following units can be selected

L — M3 —UKGAL — USGAL — UKbbl = USbbl — OlLbbl
0000000 —111111.1 —22222.22 — 3333.333
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Getting Started

3 RATE

Actual flow

You can choose the units for the volumetric display
unit: the following can be selected
L — M3 - UKGAL - USGAL - UKbbl — USbbl — OILbbl

You can choose the time units as well
t.unit: the following units can be used
MIN — HR — SEC

The actual flow is calculated by the incoming pulses from the flow meter
dec: the following configuration can be selected
0000000 —111111.1 — 22222.22 — 3333.333

The actual flow is calculated by the incoming pulses from the flow meter.
For getting a more stable display it is possible to accumulate up to 255
pulses until the display will change.

PLS

1-255

Cut-OFF Time frequencies below this value will be cut off, and the display
will show O

cut

0,1-999,9

4 METER

The K-factor shows the ratio between the number of pulses and the
volumetric unit (see also 0)

fact

up to 999999

You can choose volumetric unit for the K-factor
dec: the following units can be selected
00000000 —111111.1 —22222.22 — 3333.333
444.4444 — 55.55555 — 6.666666

5 OTHER

type VTb Type of device
soft 03.06.02 Software
sern. 0123456 Serial No.
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Installation

3. Installation

NOTE:
All installations must be carried out by qualified service personnel.Elektrisch

3.1. Electrical Installation

Make sure that the VTB and carry-frequency coil are connected and fixed properly before applying power to the
flow meters.

NOTE:
Improper grounding and shielding may lead to bad EMC behavior or danger to your health!

4. Service and Maintenance

4.1. Service

The lifetime of the batteries is approx. five years. This needs to be done by KEM Kuppers Elektromechanik GmbH.
Please send the instrument to our service department. You will find the address on our homepage: www.kem-

kueppers.com.

4.2. Trouble Shooting

In the unlikely case of an unexpected malfunction please first check the following items:

No display
Cables connected properly?
=> Connect the missing cables

Output frequency too low

All cables properly connected?

= Reconnect the loose cables

Actual viscosity of the medium too low?

=>» Check the viscosity at the actual temperature
Increased leakage due to longer use with abrasive media?

Output frequency too high or unstable

Most probably EMC problems

Shield and ground properly connected?

=> Connect shield properly.

If necessary, try additional means of grounding and shielding

4.3. Maintenance

In case of malfunction, please contact your nearest dealer or directly KEM.
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Important Information

5. Important Information

5.1. Warranty

For warranty refer to the general terms and conditions of KEM Kuppers Elektromechanik GmbH, which can be
found on the corresponding website (www.kem-kueppers.com).

5.2. Declaration of Conformity

See separate sheet

5.3. Technical Data

Allgemein

LCD-Display 7 digits, height 11 mm, showing actual flow, totalizer
Ambient Temperature +32 °F bis +122 °F [0 °C bis +50 °C]

Medium Temperature -40 °F bis +248 °F [-40 °C bis +120 °C]
Ex-proven to ATEX 100a, Ex Il 2G Exd [ia] IIC T4, BVS 10 ATEX E054
IECEX Exd [ia Ga] IIC T4 Gb, IECEx BVS 15.0002
Protection Class IP66

Housing Aluminum or stainless steel 1.4401 (AISI 316)
Weight Approx. 3,750 g

Life Cycle Battery Approx. 5 years

Threads 3x % inch NPT
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Important Information

5.4. Mal3zeichnung

2.3+4in Rl
[59mm ] KL ©4.33in
6.17in [110mm]
[157mm] &
| 3.56in
[91mm]

ca. 1m oimh
approx. 3.28 ft

5.5. WEEE and RoHS

The unit described herein is not subject to the WEEE directive and the corresponding national laws.
At the end of life forward the unit to a specialized recycling company and do not dispose it off as domestic waste.

The unit described herein fully complies with the RoHS directive.
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Contact

KEM Headquarters

Liebigstral’e 5
85757 Karlsfeld
Deutschland

T. +49 8131 59391-0
F. +49 8131 92604

info@kem-kueppers.com

KEM Sales

LiebigstraRe 5
85757 Karlsfeld
Deutschland

T. +49 8131 59391-100
F. +49 8131 92604

sales@kem-kueppers.com

KEM Manufacturing Center

Wettzeller StralRe 22
93444 Bad Kotzting
Deutschland

T. +49 9941 9423-0
F. +49 9941 9423-23

production@kem-kueppers.com

KEM Service & Repairs

Wettzeller StralRe 22
93444 Bad Kotzting
Deutschland

T. +49 9941 9423-37
F. +49 9941 9423-24

service@kem-kueppers.com

More distributors and partners can be found at:

www.kem-kueppers.com

Original KEM document: VTB_E80 M_EN_220101_EO001
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